INTRODUCTION
============

One of the main challenges in developing an efficient cochlear implant lies in speech coding strategy that can elicit neural sensations that correspond to those generated by the normal hearing mechanism. Currently, the speech coding strategy of cochlear implants has improved significantly over the past few decades as a result of advancements in technology. In a quiet environment, some of the cochlear implant users achieved sentence intelligibility scores of 80% to 90%. However, the ability of most implant users to understand speech in noisy environments, understand music and understand tone languages remain a challenge to improve.

Even though most speech enhancement algorithms are able to improve speech quality for speech coding strategy they suffer from an annoying artifact called \"musical noise\" ([@B1]-[@B3]). Musical noise is caused by randomly spaced spectral peaks that come and go in each frame, and occur at random frequencies. The randomly spaced peaks are due to the inaccurate and large-variance estimates of the spectra of noise and noisy signals, typically computed using periodogram-type methods ([@B3]).

Two noise reduction methods for speech coding strategy that can reduce musical noise are discussed in this study: the wavelet thresholding of multitaper estimators (WTME) ([@B3]) and the geometric approach to spectral subtraction (GASS) ([@B4], [@B5]). In order to evaluate the sound quality of the discussed algorithms, the Perceptual Evaluation of Speech Quality (PESQ) ([@B6], [@B7]) objective measurement is used.

MATERIALS AND METHODS
=====================

This study included 25 sentences of test materials. The sentences were recorded in Mandarin and produced by a male speaker. The sentences were originally sampled in 44.1 kHz and down sampled to 16 kHz. Noise from different environments was artificially added to test materials, including air-conditioner, cafeteria and multi-talker, at SNRs of -5, 0, 5, and 10 dB. A total of 300 combination signals were generated (25 sentences×3 noises×4 difference signal to noise ratio \[SNR\]).

This study used a HiRes 120 strategy ([@B8]) together with a noise reduction process ([Fig. 1](#F1){ref-type="fig"}) as the speech coding strategy or vocoder. All the test materials were processed as the input sound of the vocoder and total of 600 sound outputs were generated (300 input sounds×2 noise reduction methods). The sound outputs were then measured by the PESQ ([Figs. 1](#F1){ref-type="fig"}-[3](#F3){ref-type="fig"}) to evaluate the sound quality.

The PESQ evaluation ([@B6]) begins by level aligning both signals to a standard listening level. They are filtered (using a fast Fourier transform \[FFT\]) with an input filter to model a standard telephone handset. The signals are aligned in time and then processed through an auditory transform similar to that of perceptual speech quality measure (PSQM). The transformation also involves equalising for linear filtering in the system and for gain variation. Two distortion parameters are extracted from the disturbance (the difference between the transforms of the signals), and are aggregated in frequency and time and mapped to a prediction of subjective mean opinion score (MOS). The final PESQ score is a linear combination of the average disturbance value and the average asymmetrical disturbance value. The range of the PESQ score is -0.5 to 4.5, although for most cases the output range will be a listening quality MOS-like score between 1.0 and 4.5, the normal range of MOS values found in an absolute category rating (ACR) experiment ([@B7]). The bigger the value of PESQ is, the better the sound quality will be.

Two noise reduction methods were implemented in the vocoder. The first noise reduction method, WTME ([@B3], [@B9], [@B10]) can be implemented in four steps. For each speech frame:

Calculate the logarithm of the multitaper estimate.Apply a standard, periodic, partial discrete wavelet transform (DWT) out to decomposition level (q~0~) to the log periodogram ordinates and get the empirical DWT. For implementation, q~0~=5.Apply thresholding to the wavelet coefficients.Invert the partial DWT to the thresholded wavelet coefficients and produce the smoothed spectrum estimate.

The second noise reduction method, GASS ([@B4], [@B5]) can be implemented in five steps. For each speech frame:

Using the FFT magnitude spectrum of the noisy signal.Using a noise estimation algorithm ([@B5]), update the power spectrum of the noise signal.Compute the instantaneous estimate and use it to compute the smoothed estimate. Then estimate the gain function ([@B4]).Obtain the enhanced magnitude spectrum by the product of noisy signal and gain.Compute the inverse FFT with enhanced magnitude spectrum to obtain the enhanced speech signal.

RESULTS
=======

The performance of the two methods in measuring speech quality is showed in [Tables 1](#T1){ref-type="table"}-[3](#T3){ref-type="table"} and [Figs. 4](#F4){ref-type="fig"}, [5](#F5){ref-type="fig"}. Firstly, [Table 1](#T1){ref-type="table"} showed the PESQ scores of 25 sentences from difference background environments (air-conditioner, cafeteria and multi-talker) at SNRs of -5, 0, 5, and 10 dB that processed by the WTME noise reduction method in the HiRes 120 vocoder. The PESQ scores of 25 sentences from difference background environments (air-conditioner, cafeteria and multi-talker) at SNRs of -5, 0, 5, and 10 dB that processed by the GASS noise reduction method in the HiRes 120 vocoder is showed in [Table 2](#T2){ref-type="table"}. [Table 3](#T3){ref-type="table"} showed the PESQ mean scores of sentences from difference background environments (air-conditioner, cafeteria and multi-talker) at difference SNR that processed by the WTME and GASS noise reduction methods in the HiRes 120 vocoder. [Fig. 4](#F4){ref-type="fig"} shows the mean value of each SNR based on difference background environment whereas [Fig. 5](#F5){ref-type="fig"} shows the overall PESQ mean value of each SNR.

DISCUSSION
==========

Based on the results shown in [Fig. 4](#F4){ref-type="fig"}, the PESQ mean of each difference background environments mostly score between 1.0 to 1.6 and only few PESQ mean scores are below 1.0, which are poor in sound quality. The WTME fail to improve the sound quality when the SNR is -5 dB under air-conditioning, cafeteria and multi-talker background environments condition. The GASS shows poor sound quality when the SNR is -5 dB under the multi-talker background environment condition. Both noise reduction methods have poor sound quality in multi-talker environment when the SNR is -5 dB because the noise estimator in both methods unable to estimate the correct speech or noise activity when the noise energy is bigger than speech signal energy, in which the noise might appear to be similar to \"speech\" signal.

[Fig. 4](#F4){ref-type="fig"} shows that both noise reduction methods are able to perform better sound quality when the SNR values increase. There is no significant difference between the sound quality performances in both methods, except for WTME in the multi-talker background environment. The overall mean value of each SNR ([Fig. 5](#F5){ref-type="fig"}) indicated that there is no significant difference between the performances of both methods, except for WTME when SNR is -5dB.

To conclude, there is no significant difference between the overall performance of sound quality by both methods, but the GASS method is slightly better than the WTME.
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